A micro Coordinate Measuring Machine (CMM) with the measurement volume of 50 mmˆ50 mmˆ50 mm and measuring accuracy of about 100 nm (2σ) has been developed. In this new micro CMM, an XYZ stage, which is driven by three piezo-motors in X, Y and Z directions, can achieve the drive resolution of about 1 nm and the stroke of more than 50 mm. In order to reduce the crosstalk among X-, Y-and Z-stages, a special mechanical structure, which is called co-planar stage, is introduced. The movement of the stage in each direction is detected by a laser interferometer. A contact type of probe is adopted for measurement. The center of the probe ball coincides with the intersection point of the measuring axes of the three laser interferometers. Therefore, the metrological system of the CMM obeys the Abbe principle in three directions and is free from Abbe error. The CMM is placed in an anti-vibration and thermostatic chamber for avoiding the influence of vibration and temperature fluctuation. A series of experimental results show that the measurement uncertainty within 40 mm among X, Y and Z directions is about 100 nm (2σ). The flatness of measuring face of the gauge block is also measured and verified the performance of the developed micro CMM.
Introduction
With the fast development of Micro Electro Mechanical Systems (MEMS) and micromachining technology, micro-parts at micro scale are developed and used rapidly, such as micro gears, micro motors and micro sensors, etc. These micro-parts have sizes ranging from sub-millimeter to tens of millimeters, and their local geometrical features need to be measured at sub-micrometer accuracy. In many cases, the complete inner and outer geometry of these micro-parts must be verified to ensure their quality and functionality, whereas small geometrical features are inaccessible by conventional Coordinating Measuring Machines (CMMs). In order to measure those microparts, some novel CMMs with accuracy of tens of nanometers (called micro CMM or nano CMM) have been developed [1] , such as the Molecular Measuring Machine developed by the National Institute of Standards and Technology (NIST) [2] , the High-Precision Micro-CMM developed by the University of Tokyo and the National Institute of Advanced Industrial Science and Technology (AIST) [3] , the special CMM developed by the Physikalisch-Technische Bundesanstalt (PTB) [4] , the small-sized CMM developed by the National Physical Laboratory (NPL) [5] , the Nanopositioning and Nanomeasuring Machine (NPMM) developed by the Ilmenau University of Technology [6] [7] [8] , etc. The measurement range of these micro CMMs is not larger than 50mm in the X, Y and Z directions. Some other CMMs with a large measurement range have also been used in practice, for example, Zeiss F25 [9] , Isara 400 [10] , etc.
Some other CMMs with a large measurement range have also been used in practice, for example, Zeiss F25 [9] , Isara 400 [10] , etc.
In this paper, an innovative micro CMM with zero Abbe error has been developed which includes some new design ideas, such as the self-made probe system, the metrological system and the co-planar stage. It has achieved the measuring uncertainty with 40 mm of about 100 nm (2).
Basic Structure and Key Technologies

Basic Structure
The schematic structure of the developed micro CMM is shown in Figure 1a . The measuring probe (1) is located under a granite column which is fixed on the granite base (5) . The tip-ball of the stylus probe is placed at the center of the XYZ three-dimensional (3D) stage (2) and kept still after assembly. The sample is mounted on a moving table of the 3D stage and can be moved in X, Y and Z directions together with the stage. Two deadweight balance systems (4) are connected to the 3D stage and the granite base. They can transfer the deadweight of the 3D stage to the granite base. The position of each axis is measured by the corresponding laser interferometer (3) . The reflection mirrors (7) and (8) of X-and Y-interferometers are fixed on two of the lateral sides of Y-stage. The reflection mirror of Z-interferometer is mounted on the bottom of Z-stage. The Z-interferometer and its reflection mirror are concealed and invisible in Figure 1 . Figure 1b shows the photography of the main mechanical assembly of the developed micro CMM which is located in a thermostatic chamber isolated on an anti-vibration base. Abbe principle is the basis for all linear instrument designs. It is easy to obey the Abbe principle in a one-dimensional measurement but difficult to satisfy in all directions for a multi-dimensional measurement system. In conventional CMMs, measuring scales are always mounted on one side of each stage so that their metrological systems do not follow the Abbe principle. Abbe errors in conventional CMMs have to be reduced by well manufacture, fine adjustment in fabrication and error correction after assembly. However, limited by these efforts, the metrological systems of the Abbe principle is the basis for all linear instrument designs. It is easy to obey the Abbe principle in a one-dimensional measurement but difficult to satisfy in all directions for a multi-dimensional measurement system. In conventional CMMs, measuring scales are always mounted on one side of each stage so that their metrological systems do not follow the Abbe principle. Abbe errors in conventional CMMs have to be reduced by well manufacture, fine adjustment in fabrication and error correction after assembly. However, limited by these efforts, the metrological systems of the conventional CMMs have difficulty achieving measurement accuracy better than 100 nm due to Abbe errors.
In order to follow the Abbe principle, a special structural design different from conventional CMMs is identified, as shown in Figure 2 . The reflection mirrors (10) and (11) of X-and Y-interferometers are fixed on two of the vertical sides of the Y-stage (8) . The reflection mirror of Z-interferometer (9) is mounted under the bottom of Z-stage (9) . It can be seen that the length reference lines (represented by laser beams) of three axes (X, Y, Z) are perpendicular to each other and intersect at one fixed point, which is corresponding to the measuring point of the CMM. In addition, the X-guideway (5) and Y-guideway (7) are placed at the same height level and coincident with the reference plane (common plane) which is constructed by X-Y reference lines. All the guideways use roller bearing. The X-stage (6) and Y-stage (8) constitute a co-planar structure. These key components will be described in detail as follows. conventional CMMs have difficulty achieving measurement accuracy better than 100 nm due to Abbe errors. In order to follow the Abbe principle, a special structural design different from conventional CMMs is identified, as shown in Figure 2 . The reflection mirrors (10) and (11) of X-and Y-interferometers are fixed on two of the vertical sides of the Y-stage (8) . The reflection mirror of Z-interferometer (9) is mounted under the bottom of Z-stage (9) . It can be seen that the length reference lines (represented by laser beams) of three axes (X, Y, Z) are perpendicular to each other and intersect at one fixed point, which is corresponding to the measuring point of the CMM. In addition, the X-guideway (5) and Y-guideway (7) are placed at the same height level and coincident with the reference plane (common plane) which is constructed by X-Y reference lines. All the guideways use roller bearing. The X-stage (6) and Y-stage (8) constitute a co-planar structure. These key components will be described in detail as follows. 
Special Structure of the 3D Stage
Multi-dimensional stages can be constructed easily by stacking up several one-dimensional stages in series. However, the motion error is serious in this type of structure because the pitch angular errors of the bottom stage are magnified by the vertical offset between the guiding plane and the measurement point [11] . In order to reduce the motion error and the crosstalk between X-and Y-stages, a special mechanical structure is introduced as shown in Figure 2 , where the X and Y bearings are almost co-planar and at the same height as the interferometer beam.
In Figure 2 , the Z-stage (9) is embedded in the Y-stage and can be moved by roller bearing in the vertical direction. The Y-stage, together with the Z-stage, can be moved in the Y direction along the Y-guideway. The X-stage, together with the Y-and the Z-stages, can be moved in the X direction along X-guideway. The X-guideway between the granite base (4) and the X-stage shares the same horizontal plane with the Y-guideway, forming a co-planar stage. The Z-stage can be moved up and down through the X-Y co-planar stage. In this arrangement of the 3D stage, Abbe errors as well as crosstalk moving errors among X-, Y-and Z-stages are minimized. The strokes of the 3D stage in X, Y and Z directions are all 50 mm. The main body of the 3D stage is made of invar steel so as to reduce the thermal deformation of mechanical parts. The X-, Y-, Z-stages are driven respectively by three custom-made linear piezo-motors based on the type of N-310 provided by Physik Instrumente (Karlsruhe, Germany). The displacement resolution is about 1 nm.
The Metrological System and Its Layout
The metrological system consists of three laser heterodyne interferometers, developed by Zhang et al. [12, 13] to measure the movements of the 3D stage in X, Y and Z directions, respectively. 
Special Structure of the 3D Stage
The Metrological System and Its Layout
The metrological system consists of three laser heterodyne interferometers, developed by Zhang et al. [12, 13] to measure the movements of the 3D stage in X, Y and Z directions, respectively. The reflectors of the interferometers are plane mirrors. The location of reflection mirrors are shown in Figures 1 and 2 . The laser frequency of the three interferometers is stabilized at the level of about 10´7. The resolution of the interferometer is 1 nm.
The layout of the metrological system is well arranged so that all interferometers are fixed on the granite base and independent from the 3D stage, as shown in Figure 1 . The three measuring lines, represented by the three laser beams of the three corresponding interferometers, are parallel to the movement directions of the 3D stage and orthogonal to each other. They intersect at the measuring point, which is corresponding to the center of the probe's tip-ball, as shown by the dotted lines in Figure 2 . The measuring lines of X-and Y-interferometers, X-guideway and Y-guideway are in the same plane. Therefore, such a metrological system obeys the Abbe principle and the crosstalk is minimized.
The 3D Measuring Probe
A contact probe [14] is adopted in this micro CMM. The physical and schematic structures of the probe are shown in Figure 3 . The probe system mainly consists of an autocollimator (1), a mini Michelson interferometer (2), a suspension mechanism constructed by high sensitive elastic leaf springs (4), a reflection mirror (3) and a stylus with ruby ball (5) . When the sample on the 3D stage contacts the probe ball and causes a deflection of the stylus, the reflection mirror will generate two angular displacements and a vertical displacement. Displacements of the mirror are functions of the linear deflection of the probe ball in X, Y and Z directions. The two angular displacements of the mirror are detected by the home-made autocollimator, and the vertical displacement is detected by the home-made Michelson interferometer. Then, the displacement of the probe ball in X, Y and Z directions can be calculated according to the output signals of the autocollimator and the interferometer. The measurement range of probe is up to 20 µm and the resolution is 1 nm in all X, Y and Z directions. The repeatability of the probe is better than 30 nm (2σ). By careful design and fabrication, the stiffness of the probe in three directions is nearly uniform. The maximum touch force is less than 12 mN when the probe ball is deviated from the original position by 20 µm. In other words, the stiffness is about 0.6 mN/µm. The reflectors of the interferometers are plane mirrors. The location of reflection mirrors are shown in Figures 1 and 2 . The laser frequency of the three interferometers is stabilized at the level of about 10 −7 . The resolution of the interferometer is 1 nm. The layout of the metrological system is well arranged so that all interferometers are fixed on the granite base and independent from the 3D stage, as shown in Figure 1 . The three measuring lines, represented by the three laser beams of the three corresponding interferometers, are parallel to the movement directions of the 3D stage and orthogonal to each other. They intersect at the measuring point, which is corresponding to the center of the probe's tip-ball, as shown by the dotted lines in Figure 2 . The measuring lines of X-and Y-interferometers, X-guideway and Y-guideway are in the same plane. Therefore, such a metrological system obeys the Abbe principle and the crosstalk is minimized.
A contact probe [14] is adopted in this micro CMM. The physical and schematic structures of the probe are shown in Figure 3 . The probe system mainly consists of an autocollimator (1), a mini Michelson interferometer (2), a suspension mechanism constructed by high sensitive elastic leaf springs (4), a reflection mirror (3) and a stylus with ruby ball (5) . When the sample on the 3D stage contacts the probe ball and causes a deflection of the stylus, the reflection mirror will generate two angular displacements and a vertical displacement. Displacements of the mirror are functions of the linear deflection of the probe ball in X, Y and Z directions. The two angular displacements of the mirror are detected by the home-made autocollimator, and the vertical displacement is detected by the home-made Michelson interferometer. Then, the displacement of the probe ball in X, Y and Z directions can be calculated according to the output signals of the autocollimator and the interferometer. The measurement range of probe is up to 20 μm and the resolution is 1 nm in all X, Y and Z directions. The repeatability of the probe is better than 30 nm (2). By careful design and fabrication, the stiffness of the probe in three directions is nearly uniform. The maximum touch force is less than 12 mN when the probe ball is deviated from the original position by 20 μm. In other words, the stiffness is about 0.6 mN/μm. 
Deadweight Balance Structure
The Z-stage is moved together with X-and Y-stages. The deadweight of the moving table will cause structure deflection in the XY-plane and uneven driving forces in the Z-axis due to gravity effect. In order to reduce this mechanical deformation and inertial force, two sets of counterweight 
The Z-stage is moved together with X-and Y-stages. The deadweight of the moving table will cause structure deflection in the XY-plane and uneven driving forces in the Z-axis due to gravity effect. In order to reduce this mechanical deformation and inertial force, two sets of counterweight mechanisms are proposed in the developed micro CMM. One is used to balance the deadweight of the Z-stage, which is called the Z-stage deadweight balance system. The other is to balance of the deadweight of X-, Y-and Z-stages during lateral movement, which is called the lateral deadweight balance system. Details are given as follows.
Z-Stage Deadweight Balance System
The Z-stage can move in the Z direction alone and in X and Y directions together with X-Stage and Y-stage, respectively. Its motion is driven by a commercial linear piezo-motor provided by Physik Instrumente. The deadweight of the Z-stage will induce more actuation force if it is moved up. In order to overcome this problem, a force balance system for Z-stage deadweight is particularly designed. Figure 4 shows the schematic structure. The Z-stage (1) and its supporting frame (5) are fixed together and driven by the linear piezo-motor (8) . The Y-stage (2), pulley (3) and outer frame (6) are fixed together. Two counterweights (7) and the supporting frame (5) are connected by two thin steel strips (4). The total weight of two counterweights is equal to the net weight of the Z-stage and its accessories. In this mechanical structure, the Z-stage can be driven by the actuator with a low and equal driving force in both up and down motions. mechanisms are proposed in the developed micro CMM. One is used to balance the deadweight of the Z-stage, which is called the Z-stage deadweight balance system. The other is to balance of the deadweight of X-, Y-and Z-stages during lateral movement, which is called the lateral deadweight balance system. Details are given as follows.
The Z-stage can move in the Z direction alone and in X and Y directions together with X-Stage and Y-stage, respectively. Its motion is driven by a commercial linear piezo-motor provided by Physik Instrumente. The deadweight of the Z-stage will induce more actuation force if it is moved up. In order to overcome this problem, a force balance system for Z-stage deadweight is particularly designed. Figure 4 shows the schematic structure. The Z-stage (1) and its supporting frame (5) are fixed together and driven by the linear piezo-motor (8) . The Y-stage (2), pulley (3) and outer frame (6) are fixed together. Two counterweights (7) and the supporting frame (5) are connected by two thin steel strips (4). The total weight of two counterweights is equal to the net weight of the Z-stage and its accessories. In this mechanical structure, the Z-stage can be driven by the actuator with a low and equal driving force in both up and down motions. 
Lateral Deadweight Balance System
In Figure 4 , although the deadweight of the Z-stage is balanced by two counterweights, the total deadweight of the Z-stage with its accessories and its mechanical balance system is transferred to the Y-stage, then to the X-stage during Y and X motions. When the Y-or X-stage moves laterally, the total center of the gravity of the moving body moves and will cause structural deformation to the degree of micrometers, which is unacceptable in the developed machine. In order to balance the deadweight of the X-and Y-stages and the balance system of the Z-stage, we developed a lateral deadweight balance mechanism, as schematically shown in Figure 5 . Through this mechanism, their deadweight is transferred to the granite base, which has a high stiffness. 
In Figure 4 , although the deadweight of the Z-stage is balanced by two counterweights, the total deadweight of the Z-stage with its accessories and its mechanical balance system is transferred to the Y-stage, then to the X-stage during Y and X motions. When the Y-or X-stage moves laterally, the total center of the gravity of the moving body moves and will cause structural deformation to the degree of micrometers, which is unacceptable in the developed machine. In order to balance the deadweight of the X-and Y-stages and the balance system of the Z-stage, we developed a lateral deadweight balance mechanism, as schematically shown in Figure 5 . Through this mechanism, their deadweight is transferred to the granite base, which has a high stiffness. In Figure 5 , the X-stage (12) is located on the granite base (not shown in this figure for clarity) and can move only along the X direction. The Y-stage (11) together with the balanced Z-stage can move not only in the Y direction along the Y-guideway but also in the X direction together with the X-stage.
Two horizontal arms (1) are fixed to the bottom of the outer frame (2) symmetrically and move together with the Y-stage. The lower arm (5), upper arm (4), springs and tension sensors (3), guide rod (6) and upper plate (7) are connected rigidly in the lateral direction. Thus, the movement of X-and Y-stages in the lateral direction is transferred to the upper plate (7) . The upper plate, guide rod and upper arm are connected rigidly, and are also connected with the lower arm through two springs and tension sensors in each side. The tension forces of four springs are measured by four tension sensors respectively. During fabrication of the stages, the tension forces of the four springs are adjusted to be equal. In Figure 5b , the two-dimensional moving stage is composed of the upper plate, rolling bearing (8) and lower plate (9) . The lower plate in each side is fixed rigidly to the granite base (not shown in this figure for clarity). The upper plates can move on the lower plates with a very low friction through the linear rolling bearing. Therefore, the total deadweight of all the moving parts is transferred to the granite base, and the stages can move in lateral direction smoothly.
Analysis and Correction of Main Errors
Although the developed micro CMM obeys Abbe principle in X, Y and Z directions, and some unique key technologies mentioned above are adopted to reduce systematic errors, some other errors are still obvious compared to the required measurement accuracy. These errors are frequency stability of the laser interferometer, flatness errors of long reflection mirrors for laser interferometers and non-orthogonal errors between interferometers. These errors are analyzed, separated and corrected in the following.
Stability of Frequency Stabilized Nd:YAG Laser Feedback Interferometer
In this micro CMM, movements in X, Y and Z directions are measured by three Nd:YAG laser feedback interferometers developed by Zhang et al. [12, 13] . Frequencies of all three lasers are stabilized. The frequency stability error of each laser is less than 10 −7 . Figure 6 shows the fluctuation of one interferometer' wavelength during 3-4 h. It can be estimated that the maximum measuring error caused by the frequency stability error is about 26 nm (2). In Figure 5 , the X-stage (12) is located on the granite base (not shown in this figure for clarity) and can move only along the X direction. The Y-stage (11) together with the balanced Z-stage can move not only in the Y direction along the Y-guideway but also in the X direction together with the X-stage.
Two horizontal arms (1) are fixed to the bottom of the outer frame (2) symmetrically and move together with the Y-stage. The lower arm (5), upper arm (4), springs and tension sensors (3), guide rod (6) and upper plate (7) are connected rigidly in the lateral direction. Thus, the movement of X-and Y-stages in the lateral direction is transferred to the upper plate (7). The upper plate, guide rod and upper arm are connected rigidly, and are also connected with the lower arm through two springs and tension sensors in each side. The tension forces of four springs are measured by four tension sensors respectively. During fabrication of the stages, the tension forces of the four springs are adjusted to be equal. In Figure 5b , the two-dimensional moving stage is composed of the upper plate, rolling bearing (8) and lower plate (9) . The lower plate in each side is fixed rigidly to the granite base (not shown in this figure for clarity). The upper plates can move on the lower plates with a very low friction through the linear rolling bearing. Therefore, the total deadweight of all the moving parts is transferred to the granite base, and the stages can move in lateral direction smoothly.
Analysis and Correction of Main Errors
Stability of Frequency Stabilized Nd:YAG Laser Feedback Interferometer
In this micro CMM, movements in X, Y and Z directions are measured by three Nd:YAG laser feedback interferometers developed by Zhang et al. [12, 13] . Frequencies of all three lasers are stabilized. The frequency stability error of each laser is less than 10´7. Figure 6 shows the fluctuation of one interferometer' wavelength during 3-4 h. It can be estimated that the maximum measuring error caused by the frequency stability error is about 26 nm (2σ). 
Error Calibration and Correction of Interferometers' Reflection Mirrors
The reflection mirrors of the three interferometers are fixed on the moving table. However, the reflection surfaces of mirrors themselves are not ideal flat and the surface deformation of each mirror is inevitable after the mirrors are fixed on the moving table. The straightness in X-and Y-mirrors and the flatness in Z-mirror will contribute to the final measuring result directly. Therefore, the errors of reflection mirrors should be separated and corrected. Figure 7 shows the schematic diagram of the straightness error separation of reflection mirror of X-interferometer. After the error calibration and correction, the measurement straightness of the optical flat is about 57 nm.
In Figure 7 , an optical flat with the accuracy of grade one is placed on the stage. The maximum flatness error of the optical flat's measuring surface is less than 30 nm. Here, the measuring surface of the optical flat is used as the reference and is adjusted parallel to the long reflection mirror surface to the best we can. In other words, the angle of  should be as small as possible. Then, the measuring surface of the optical flat is measured by the micro CMM. Using the obtained data, the straightness error of the X-interferometer's reflection mirror can be calibrated and its systematic error can be corrected. By this approach, the straightness of the Y-mirror and flatness of the Z-mirror are calibrated and corrected. After the error calibration and correction, all residual errors are less than 50 nm (2). 
Separation and Correction of Non-Orthogonal Errors
According to the layout of our developed micro CMM, the surfaces of three reflection mirrors should be exactly orthogonal to each other. If it is not, non-orthogonal errors occur and increase the final measured error directly. Firstly, the guideways of the X-, Y-and Z-stages are adjusted to be orthogonal exactly by a calibrated square gauge. Then the interferometers are adjusted to keep the laser beam parallel with the X-, Y-and Z-guideways respectively. After that, the reflection mirrors are adjusted to be orthogonal according to the guideways. For example, Figure 8 shows the schematic diagram of the orthogonal error between reflection mirrors of X-and Y-interferometers. Provided that xy is the non-orthogonal angular error between X-and Y-mirrors and the stage is moved by a displacement of x0 in the X direction, the Y-interferometer will read an output error of 
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The reflection mirrors of the three interferometers are fixed on the moving table. However, the reflection surfaces of mirrors themselves are not ideal flat and the surface deformation of each mirror is inevitable after the mirrors are fixed on the moving table. The straightness in X-and Y-mirrors and the flatness in Z-mirror will contribute to the final measuring result directly. Therefore, the errors of reflection mirrors should be separated and corrected. Figure 7 shows the schematic diagram of the straightness error separation of reflection mirror of X-interferometer. After the error calibration and correction, the measurement straightness of the optical flat is about 57 nm. 
Separation and Correction of Non-Orthogonal Errors
According to the layout of our developed micro CMM, the surfaces of three reflection mirrors should be exactly orthogonal to each other. If it is not, non-orthogonal errors occur and increase the final measured error directly. Firstly, the guideways of the X-, Y-and Z-stages are adjusted to be orthogonal exactly by a calibrated square gauge. Then the interferometers are adjusted to keep the laser beam parallel with the X-, Y-and Z-guideways respectively. After that, the reflection mirrors are adjusted to be orthogonal according to the guideways. For example, Figure 8 shows the schematic diagram of the orthogonal error between reflection mirrors of X-and Y-interferometers. Provided that xy is the non-orthogonal angular error between X-and Y-mirrors and the stage is moved by a displacement of x0 in the X direction, the Y-interferometer will read an output error of In Figure 7 , an optical flat with the accuracy of grade one is placed on the stage. The maximum flatness error of the optical flat's measuring surface is less than 30 nm. Here, the measuring surface of the optical flat is used as the reference and is adjusted parallel to the long reflection mirror surface to the best we can. In other words, the angle of α should be as small as possible. Then, the measuring surface of the optical flat is measured by the micro CMM. Using the obtained data, the straightness error of the X-interferometer's reflection mirror can be calibrated and its systematic error can be corrected. By this approach, the straightness of the Y-mirror and flatness of the Z-mirror are calibrated and corrected. After the error calibration and correction, all residual errors are less than 50 nm (2σ).
According to the layout of our developed micro CMM, the surfaces of three reflection mirrors should be exactly orthogonal to each other. If it is not, non-orthogonal errors occur and increase the final measured error directly. Firstly, the guideways of the X-, Y-and Z-stages are adjusted to be orthogonal exactly by a calibrated square gauge. Then the interferometers are adjusted to keep the laser beam parallel with the X-, Y-and Z-guideways respectively. After that, the reflection mirrors are adjusted to be orthogonal according to the guideways. For example, Figure 8 shows the schematic diagram of the orthogonal error between reflection mirrors of X-and Y-interferometers. Provided that θ xy is the non-orthogonal angular error between X-and Y-mirrors and the stage is moved by a displacement of x 0 in the X direction, the Y-interferometer will read an output error of ∆y (∆y = x 0¨t anθ xy ). This error will add to the Y coordinate of the measured point. In order to separate the non-orthogonal errors among three mirrors, the stage is moved in one direction only. Then, the outputs of other two interferometers are the combination of the flatness errors and non-orthogonal errors. Since systematic flatness errors of the mirrors are known because they have been corrected in the above section, then the non-orthogonal errors are obtained from the interferometers' outputs after the systematic flatness errors are subtracted. All the other non-orthogonal errors can be separated and corrected according to the same method. After the calibration and correction, all of the non-orthogonal errors are less than about 40 nm (2σ). Δy (Δy = x0tanθxy). This error will add to the Y coordinate of the measured point. In order to separate the non-orthogonal errors among three mirrors, the stage is moved in one direction only. Then, the outputs of other two interferometers are the combination of the flatness errors and non-orthogonal errors. Since systematic flatness errors of the mirrors are known because they have been corrected in the above section, then the non-orthogonal errors are obtained from the interferometers' outputs after the systematic flatness errors are subtracted. All the other non-orthogonal errors can be separated and corrected according to the same method. After the calibration and correction, all of the non-orthogonal errors are less than about 40 nm (2). Besides the above errors, there are other remained errors. One is the thermal expansion error. The temperature control accuracy in the measuring area is 0.5 C. If the material of the ample (gauge block) is 12  10 −6 and its length is 50 mm, then the thermal expansion error is about 30 nm (2).
The second is the residual Abbe error. The diameter of the probe ball used here is 1 mm. In Section 2.3, the center of the probe's tip-ball can not be adjusted at the right center of the laser beams of the three interferometers. This offset is within 0.5 mm. These two offsets are Abbe offset. The motion angular error of X-, Y-stages is within 6". Then, the Abbe error caused by this two offsets is about 30 nm (2). In Z direction, the maximum Abbe offset is the maximum measuring length 6 mm of the probe stylus. The motion angular error of X-, Y-stages is within 2.1". Then, the Abbe error in Z direction is about 61 nm (2).
Performance Tests
In order to verify the measuring accuracy of the developed micro CMM, some high precision microparts, formed by gauge blocks with high grade, are adopted as samples to be measured. During the tests, the temperature of the thermostatic chamber is controlled at 20.00 °C ± 0.1 °C. Near the probe, the temperature is at 20.00 C ± 0.05 C. All of the gauge blocks used in this paper were calibrated with the accuracy of class 1 by the National Institute of Metrology, Beijing, China. The calibration uncertainty (2.96) of the gauge blocks is (0.020 + 0.110 −6 ln) m. Here, ln is the nominal length of the gauge block. Performance tests are introduced in the following.
Step Height Measurement in Z Direction
The step height in the Z direction was formed by the difference of two class 1 gauge blocks having calibrated lengths of 2.000022 mm and 5.000024 mm respectively, as shown in Figure 9 . They were located together on the surface of the optical flat (the flatness error is less than 30 nm), which is fixed on the 3D stage. Six points on one surface of the gauge block (3) were measured by the developed micro CMM. A reference plane of it was then calculated by the least squares method. For the gauge block (2), the coordinate of the center point of the upper surface was measured. Then, the Besides the above errors, there are other remained errors. One is the thermal expansion error. The temperature control accuracy in the measuring area is˘0.5˝C. If the material of the ample (gauge block) is 12ˆ10´6 and its length is 50 mm, then the thermal expansion error is about 30 nm (2σ).
The second is the residual Abbe error. The diameter of the probe ball used here is 1 mm. In Section 2.3, the center of the probe's tip-ball can not be adjusted at the right center of the laser beams of the three interferometers. This offset is within˘0.5 mm. These two offsets are Abbe offset. The motion angular error of X-, Y-stages is within˘6". Then, the Abbe error caused by this two offsets is about 30 nm (2σ). In Z direction, the maximum Abbe offset is the maximum measuring length 6 mm of the probe stylus. The motion angular error of X-, Y-stages is within˘2.1". Then, the Abbe error in Z direction is about 61 nm (2σ).
Performance Tests
In order to verify the measuring accuracy of the developed micro CMM, some high precision microparts, formed by gauge blocks with high grade, are adopted as samples to be measured. During the tests, the temperature of the thermostatic chamber is controlled at 20.00˝C˘0.1˝C. Near the probe, the temperature is at 20.00˝C˘0.05˝C. All of the gauge blocks used in this paper were calibrated with the accuracy of class 1 by the National Institute of Metrology, Beijing, China. The calibration uncertainty (2.96σ) of the gauge blocks is (0.020 + 0.1ˆ10´6¨l n ) µm. Here, l n is the nominal length of the gauge block. Performance tests are introduced in the following.
Step Height Measurement in Z Direction
The step height in the Z direction was formed by the difference of two class 1 gauge blocks having calibrated lengths of 2.000022 mm and 5.000024 mm respectively, as shown in Figure 9 . They were located together on the surface of the optical flat (the flatness error is less than 30 nm), which is fixed on the 3D stage. Six points on one surface of the gauge block (3) were measured by the developed micro CMM. A reference plane of it was then calculated by the least squares method. For the gauge block (2), the coordinate of the center point of the upper surface was measured. Then, the step height of the two gauge blocks is the distance between the center point and the reference plane. According to this method, the step height of the two gauge blocks was measured 15 times. The average value of the 15 repeated measurements was 3.000006 nm. The standard deviation (σ) was 21 nm. The average value 3.000006 mm of 15 repeated measurements is very close to the difference 3.000002 mm between the two calibrated values. During the measuring process, the triggering direction of the probe was in the vertical direction, so there was no need to compensate the probe radius. According to this method, the step height of the two gauge blocks was measured 15 times. The average value of the 15 repeated measurements was 3.000006 nm. The standard deviation () was 21 nm. The average value 3.000006 mm of 15 repeated measurements is very close to the difference 3.000002 mm between the two calibrated values. During the measuring process, the triggering direction of the probe was in the vertical direction, so there was no need to compensate the probe radius. Step height measurement schematic diagram between two gauge blocks. 1: Optical flat; 2: Calibrated gauge block 1; 3: Calibrated gauge 2.
The step height measurement errors are mainly from the interferometer (26 nm, k = 2), the residual Abbe error (30 nm, k = 2), the repeatability error of the probe (30nm, k = 2), the error from reflection mirror (50 nm, k = 2). Neglecting other errors sources, the measurement uncertainty is about 71 nm (k = −2).
Length Measurement in Lateral Direction
Because of the diameter error of the ball itself, the roundness deviation of the ball and the deflection of the ball stylus at triggering point, the equivalent diameter of the probe ball in the measuring direction should be known in advance. Here, the equivalent diameter of the probe in the measuring direction is calibrated firstly in the measurement direction by a reference gauge block with high accuracy. Then, the calibrated value is subtracted from the obtained data of the sample.
In the estimation of the equivalent diameter of the probe ball, six points on one measuring face of the reference gauge block (its calibrated value is 10.000045 mm) were measured by the developed micro CMM firstly. Using the coordinates of the six points, a reference plane was calculated by the least squares method. Then, one point on the opposite measuring face of the reference gauge block was measured. The distance between this point and the reference plane is the sum of the dimension of the gauge block and the equivalent diameter of the probe ball. Figure 10 shows the results of a 15 times repeated measurement (The horizontal coordinate is the order of measurement). Neglecting the dimensional error of the reference gauge block, the equivalent diameter of the probe ball in the X direction was calculated as rx = 11.001268 mm − 10.000045 mm = 1.001223 mm. The standard deviation () of the repeatability is about 26 nm. The step height measurement errors are mainly from the interferometer (26 nm, k = 2), the residual Abbe error (30 nm, k = 2), the repeatability error of the probe (30nm, k = 2), the error from reflection mirror (50 nm, k = 2). Neglecting other errors sources, the measurement uncertainty is about 71 nm (k =´2).
In the estimation of the equivalent diameter of the probe ball, six points on one measuring face of the reference gauge block (its calibrated value is 10.000045 mm) were measured by the developed micro CMM firstly. Using the coordinates of the six points, a reference plane was calculated by the least squares method. Then, one point on the opposite measuring face of the reference gauge block was measured. The distance between this point and the reference plane is the sum of the dimension of the gauge block and the equivalent diameter of the probe ball. Figure 10 shows the results of a 15 times repeated measurement (The horizontal coordinate is the order of measurement). Neglecting the dimensional error of the reference gauge block, the equivalent diameter of the probe ball in the X direction was calculated as r x = 11.001268 mm´10.000045 mm = 1.001223 mm. The standard deviation (σ) of the repeatability is about 26 nm. After the equivalent diameter of the probe in the measurement direction had been calibrated, the reference gauge block was replaced by the sample gauge block in the same location and same direction. After the equivalent diameter of the probe ball was subtracted from the measured value, the measured dimension of the sample gauge block could be obtained. Figure 11 shows 10 times measurement results of a sample gauge block with calibrated length of 40.000039 mm. The measured dimension is about 40.000011 mm on average and the standard deviation is about 47 nm. Another test was done in the Y direction with the same setup as in the X direction. Figure 12 shows the probe diameter calibration results. The 10 times average equivalent diameter of the probe in Y direction is 0.998294 mm. The standard deviation () of the repeatability is about 47 nm. Figure 13 shows 12 times measurement results of the same sample gauge block. The measured dimension is about 40.000054 mm on average and the standard deviation is about 45 nm. After the equivalent diameter of the probe in the measurement direction had been calibrated, the reference gauge block was replaced by the sample gauge block in the same location and same direction. After the equivalent diameter of the probe ball was subtracted from the measured value, the measured dimension of the sample gauge block could be obtained. Figure 11 shows 10 times measurement results of a sample gauge block with calibrated length of 40.000039 mm. The measured dimension is about 40.000011 mm on average and the standard deviation is about 47 nm. After the equivalent diameter of the probe in the measurement direction had been calibrated, the reference gauge block was replaced by the sample gauge block in the same location and same direction. After the equivalent diameter of the probe ball was subtracted from the measured value, the measured dimension of the sample gauge block could be obtained. Figure 11 shows 10 times measurement results of a sample gauge block with calibrated length of 40.000039 mm. The measured dimension is about 40.000011 mm on average and the standard deviation is about 47 nm. Another test was done in the Y direction with the same setup as in the X direction. Figure 12 shows the probe diameter calibration results. The 10 times average equivalent diameter of the probe in Y direction is 0.998294 mm. The standard deviation () of the repeatability is about 47 nm. Figure 13 shows 12 times measurement results of the same sample gauge block. The measured dimension is about 40.000054 mm on average and the standard deviation is about 45 nm. Another test was done in the Y direction with the same setup as in the X direction. Figure 12 shows the probe diameter calibration results. The 10 times average equivalent diameter of the probe in Y direction is 0.998294 mm. The standard deviation (σ) of the repeatability is about 47 nm. Figure 13 shows 12 times measurement results of the same sample gauge block. The measured dimension is about 40.000054 mm on average and the standard deviation is about 45 nm. After the equivalent diameter of the probe in the measurement direction had been calibrated, the reference gauge block was replaced by the sample gauge block in the same location and same direction. After the equivalent diameter of the probe ball was subtracted from the measured value, the measured dimension of the sample gauge block could be obtained. Figure 11 shows 10 times measurement results of a sample gauge block with calibrated length of 40.000039 mm. The measured dimension is about 40.000011 mm on average and the standard deviation is about 47 nm. Another test was done in the Y direction with the same setup as in the X direction. Figure 12 shows the probe diameter calibration results. The 10 times average equivalent diameter of the probe in Y direction is 0.998294 mm. The standard deviation () of the repeatability is about 47 nm. Figure 13 shows 12 times measurement results of the same sample gauge block. The measured dimension is about 40.000054 mm on average and the standard deviation is about 45 nm. In the lateral length measurement, the measurement errors are mainly from the interferometer (26 nm, k = 2), the thermal expansion error (24 nm, k = 2), the Abbe error (30 nm, k = 2) in lateral direction, the Abbe error in Z direction (61 nm, k = 2), the repeatability error of the probe (30 nm, k = 2), the error from reflection mirror (50 nm, k = 2), the non-orthogonal error (40 nm, k = 2). Neglecting other error sources, the measurement uncertainty is about 106 nm (k = 2).
Although the equivalent diameters of the probe ball in different directions shown in Figures 10  and 12 are different, but the measured dimensions of the sample gauge block, shown in Figures 11  and 13 , have no obvious difference (about 43 nm).
Flatness Error Measurement
For verifying the flatness error of the developed micro CMM, a standard gauge block with the measuring face flatness of 30 nm was used to be measured. The gauge block was set on the Z stage directly. The probing direction is vertical. Six points are sampled on the surface of the gauge block with the measurement zone of 13 mm × 4 mm. The calculation of the flatness is based on the least squares method. The obtained coordinates of the six points are given in Table 1 . The result of the flatness error was 66 nm. Other measuring surfaces of the gauge blocks were measured. Their flatness is in the same level. In fact, we measured the flatness of an optical flat of Grade 0 with nominal diameter of 45 mm, which is the highest grade. We measured two areas of the measuring surface of the optical flat. One is 12 mm  12 mm and the other is 28 mm  28 mm. The obtained flatness errors were 56 nm and 62 nm, respectively.
Conclusions
This paper introduces a developed micro CMM with some new design ideas, especially with the metrological layout of being Abbe error free. In this machine, a structure of a co-planar stage is adopted so as to reduce the Abbe error and crosstalk among X-, Y-and Z-stages. A previously developed 3D measuring probe with the measuring range of 20 m was adopted for use. The probe ball, the metrological system and 3D stage are carefully arranged so that the Abbe error is free. Experimental results show that the measurement uncertainty in X, Y and Z directions with 40 mm is about 100 nm (2) and the flatness error of measuring surface of the sample gauge block is about 66 nm. In the lateral length measurement, the measurement errors are mainly from the interferometer (26 nm, k = 2), the thermal expansion error (24 nm, k = 2), the Abbe error (30 nm, k = 2) in lateral direction, the Abbe error in Z direction (61 nm, k = 2), the repeatability error of the probe (30 nm, k = 2), the error from reflection mirror (50 nm, k = 2), the non-orthogonal error (40 nm, k = 2). Neglecting other error sources, the measurement uncertainty is about 106 nm (k = 2).
Although the equivalent diameters of the probe ball in different directions shown in Figures 
Flatness Error Measurement
For verifying the flatness error of the developed micro CMM, a standard gauge block with the measuring face flatness of 30 nm was used to be measured. The gauge block was set on the Z stage directly. The probing direction is vertical. Six points are sampled on the surface of the gauge block with the measurement zone of 13 mmˆ4 mm. The calculation of the flatness is based on the least squares method. The obtained coordinates of the six points are given in Table 1 . The result of the flatness error was 66 nm. Other measuring surfaces of the gauge blocks were measured. Their flatness is in the same level. Table 1 . Obtained coordinates of 6 points on the measuring surface of a gauge block and flatness.
Point
Coordinates (x i , y i , z i ) (mm) Point Coordinates (x i , y i , z i ) (mm) In fact, we measured the flatness of an optical flat of Grade 0 with nominal diameter of 45 mm, which is the highest grade. We measured two areas of the measuring surface of the optical flat. One is 12 mmˆ12 mm and the other is 28 mmˆ28 mm. The obtained flatness errors were 56 nm and 62 nm, respectively.
Conclusions
This paper introduces a developed micro CMM with some new design ideas, especially with the metrological layout of being Abbe error free. In this machine, a structure of a co-planar stage is adopted so as to reduce the Abbe error and crosstalk among X-, Y-and Z-stages. A previously developed 3D measuring probe with the measuring range of 20 µm was adopted for use. The probe ball, the metrological system and 3D stage are carefully arranged so that the Abbe error is free. Experimental results show that the measurement uncertainty in X, Y and Z directions with 40 mm is about 100 nm (2σ) and the flatness error of measuring surface of the sample gauge block is about 66 nm.
This micro-CMM can only measure simple dimensions. For more complicated dimensions, further research is needed.
